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Protocol
========

1. Preparing the Experimental Setup
-----------------------------------

1.  Prior to the participant\'s arrival at the lab, ensure that the Geodesic EEG System (GES) components and the experiment control computer and software (Net Station) are operating properly.

2.  Remove all unneeded and potentially distracting items from the experiment room.

3.  Set up the experiment room in accordance with the particular experimental paradigm being implemented. Here we use paradigms ranging from computer-based tasks administered via E-Prime presentation software to various parent-infant and experimenter-infant interaction paradigms.

4.  Ensure that the video cameras are charged and arrange the cameras at angles ideal for the current experimental setup.

2. Exchanging Information
-------------------------

1.  Upon the participant\'s arrival at the lab, describe the Geodesic Sensor Net application protocol and explain the experiment.

2.  After ensuring that the participant has a good understanding of the experimental protocol, make sure that he or she (or his or her legal guardian) signs a consent form before proceeding with the experiment.

3.  For EEG studies, it is often useful to obtain from the participant certain information that may be expected to have an influence on the recorded electrical brain activity. For example, information about drowsiness, last meal, and last sleep might be of interest. In the Haley lab, such information is obtained by administering standardized questionnaires. To help the experiment proceed in a timely manner, it is advisable to have two experimenters present: one to administer the questionnaires, and one to carry out the HCGSN preparations detailed below.

3. Preparing for HydroCel Geodesic Sensor Net Application
---------------------------------------------------------

1.  Prepare the HydroCel Saline electrolyte solution of distilled water, potassium chloride, and baby shampoo, making sure to stir thoroughly until all of the potassium chloride is dissolved in the solution.

2.  Using a measuring tape, measure the circumference of the participant\'s head, recording the measurement in centimeters.

3.  Retrieve the appropriately sized HCGSN-i.e., the one that encompasses the range of head circumferences in which the participant\'s head circumference falls.

4.  Submerge the sensor end of the HCGSN in the electrolyte solution and allow it to soak for 5 minutes, being sure to keep the connector end away from all liquids. It is advisable to use a timer or stopwatch to guarantee accurate timing.

5.  Open the Net Station software on the control computer and begin an experimental control session to allow zero and gain measurements to be taken before connecting the HCGSN connector and collecting data.

4. Applying the HydroCel Geodesic Sensor Net
--------------------------------------------

In order to allow for the valid and consistent analysis of collected EEG data, the net application procedure must be highly standardized. Such standardization is achieved by taking measurements of the participant\'s head (as described above) to ensure the accurate and consistent placement of electrodes from participant to participant. If optimal net positioning is not initially achieved, remove the net and reapply.

1.  While waiting for the sensor net to finish soaking in the electrolyte solution, guide the participant into the experiment room and instruct him or her to sit on a chair. The chair should be without wheels to avoid unwanted movement during the sensor net application. In the case of an infant participant, have the infant\'s guardian sit on the chair with the infant sitting upright on his or her lap, holding the infant by the waist so that the infant\'s entire head is accessible and the infant remains still.

2.  Using a measuring tape and a china marker pencil, locate and mark the vertex by taking the following measurements: Ear to ear over the top of the headNasion to inion over the top of the head The vertex can be identified as the point at which these two measurements cross.

3.  Remove the sensor net from the electrolyte bucket and place it on a clean, dry towel. Gently pat the sensor net with the towel to remove excess electrolyte solution.

4.  Give the connector end of the HCGSN to the participant or to a second experimenter to hold during the net application.

5.  Pick up the HCGSN, putting both hands in the interior of the net. Hold the net such that your thumbs are pushed firmly (but gently) on either side of the central, most frontal electrode and your pinkie fingers are pushed firmly against the band connecting the most posterior row of electrodes. Be careful not to overstretch the net. Your remaining six fingers should be loose within the net to allow the center portion to fall limp.

6.  Crouch or kneel down so that you are at eye level with the participant.

7.  From back to front, pull the sensor net over the participant\'s head. It is often useful to have a second experimenter present when applying the sensor net on an infant participant, to distract the infant and minimize head movement.

8.  Using your fingertips, pull gently on the band of the net and adjust it so that the vertex electrode sits on the vertex point previously marked with the china marker pencil. Tighten the ear and chin straps. Inspect anatomical landmark locations and net symmetry to see whether the net is positioned correctly, and make the necessary adjustments.

5. Measuring Electrode Impedances
---------------------------------

EEG is measured as the potential difference (voltage) between the referenced site and the measured site. High impedance at the scalp-electrode interface causes a drop in measured voltage, attenuation of signal amplitude, and an increase in the presence of noise. While post-acquisition filtering in certain studies (e.g., conventional ERP studies) can get rid of this noise, high impedance generally compromises the fidelity of acquired EEG data. It is therefore important to make sure impedances are within the tolerable specifications before beginning to record EEG data.

1.  Plug the connector end of the HCGSN into the interface cable and turn the lever to lock it in place. Turn on the camera.

2.  In the control room, open up a new session in Net Station, enter the participant\'s information, and click Begin Session. Because the video and ~d~EEG signals are synched, a live video feed from the experiment room should appear on the screen.

3.  Select the Panels dropdown menu, open Impedance, and click the Measure button. A montage of the HCGSN sensor array will appear on the screen. Drag the window to the edge of the screen so that it opens up on the monitor in the experiment room.

4.  Using a disposable pipette, rake aside the participant\'s hair so that each electrode is seated directly on the participant\'s scalp.

5.  Refer to the Impedance Measurement window displaying the HCGSN montage on the monitor. Sensors that are not making good contact with the scalp will appear red. Make note of the electrode sensor numbers. Use the pipette and a small amount of the already prepared electrolyte solution to improve the impedance of these sensors. Electrodes on the montage will turn green as their impedance is improved.

6.  When impedances are satisfactory (i.e., when all electrodes on the montage are green), click the Save & Close button on the Impedance Measurement window in the control room.

7.  In Net Station, open the Dense Waveform Display. Scroll through the waveforms and note any channels that are displaying high amplitude noise due to poor scalp contact.

6. Taking Baseline Recordings
-----------------------------

Before beginning the experimental paradigm, take some baseline ~d~EEG recordings of the participant\'s resting electrical brain activity. Resting baseline recordings are important in continuous ~d~EEG studies because there is a high degree of variability in electrical brain activity from participant to participant. As a result, most continuous ~d~EEG studies must implement a within-subjects experimental design, analyzing the differences between each experimental condition and a pre-experiment baseline phase. For event-related EEG studies, a baseline phase may not be necessary.

1.  Leave the participant alone in the experiment room and instruct him or her to sit quietly and minimize movement. For infant participants, the parent/guardian should remain in the room with the infant sitting quietly in his or her lap. In the Haley lab, a movie titled *Baby Mozart*, an audio-visual combination of classical music and colourful moving designs, is played to ensure that infants remain calm and still. While an interactive baseline phase may not always be ideal, it can be used as a pre-baseline phase to calm the infant before taking baseline recordings.

2.  In Net Station, click the Record button to begin recording video and waveform data. On the Dense Waveform Display, event markers can be inserted to link behavioural events to electrical activity throughout the experiment. Insert a \'baseline\' event marker on the waveform display.

3.  Record baseline for a standardized time period. In the Haley lab, the standard baseline phase lasts 2 minutes.

7. Running the Experiment
-------------------------

In ~d~EEG studies, it is essential to have at least two experimenters present throughout the study. One experimenter will be responsible for interacting with the participant and implementing the behavioural paradigm, while the second experimenter will monitor the Dense Waveform Display.

1.  Implement the experimental paradigm.

2.  Monitor the Dense Waveform Display throughout the experiment to determine whether any channels are displaying increasing noise levels. Increasing noise may be reflective of increasing impedances. Acceptable impedance levels can be regained by using more electrolyte solution. This should be done at a break in the experimental protocol.

8. Debriefing the Participant
-----------------------------

1.  When the experiment is complete, carefully loosen and remove the HCGSN from the participant\'s head. Rinse, disinfect, and dry the net.

2.  Give the participant a towel with which to wipe off any excess electrolyte solution.

3.  Give the participant any remaining questionnaires that need to be completed.

9. Analysis
-----------

The same EGI software used to acquire dEEG data is also used to analyze the data, allowing for a smooth and easy transition from data collection to data analysis. Because the HCGSN also picks up electrical noise originating from the environment, the data must first be filtered and cleaned before it can be analyzed. All of the necessary tools are included in Net Station.

1.  In Net Station, click on and open the Waveform Tools panel. Run the acquired data file through the filtering and artifact detection tools after setting the desired parameters. The artifact detection tool identifies spikes resulting from eye blinks or eye movements and detects bad channels. In many cases, additional hand-editing and artifact removal may be necessary (especially when working with infant populations, in which you cannot control eye blinks and movements).

2.  Segment the data so as to separate the different experimental conditions on the basis of the inserted event markers.

3.  Apply any desired analysis. In the Haley lab, frequency analysis is used to analyze how characteristic frequencies of brain activity varies between experimental conditions and between different brain regions. A decrease in wave power is potentially reflective of the increased activity of neurons in that region.

10. Representative Data
-----------------------

**Figure 1.** Raw EEG waveforms showing the fluctuations in recorded voltage (μv) across time (s), at a single electrode (electrode 30). The waveforms represent data collected during the first 1000ms of each of 3 experimental phases: baseline, demonstration, and immediate recall.

**Figure 2.** Raw data collected from the entire scalp (128-electrode montage) during three experimental phases (baseline, demonstration, immediate recall) of a participating infant. Data is presented as a topographical map and illustrates differences in surface-level brain electrical activity (μv) across brain regions and experimental phase of the puppet task.

Discussion
==========

The Hydrocel Geodesic Sensor Net from EGI constitutes a non-invasive and easy-to-apply method of obtaining ~d~EEG data from both adult and infant participants. This technology combines high temporal and spatial resolution with an increased opportunity for mobility, making it ideal for use in complex behavioural paradigms to investigate cognitive activities that may be reflected only in subtle changes in electrical activity. Given increasing interest in investigating the development of infant cognition and the relative scarcity of brain imaging techniques suitable for use in the infant population, the use of the HCGSN is likely to increase, leading us to a deeper understanding of infant cognition.
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